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Abstract. In this paper a matheuristic using a combined Genetic Algorithm (GA) and exact
method approach is proposed for selecting the position of the beams and dose distribution in
Intensity Modulated Radiotherapy Planning (IMRT). GA selects a set of beams, for which the
dose distribution is determined in the process of the GA’s evaluation, using an optimisation
model that is solved by an Interior Point method. Two instances are used to evaluate the
performance of the matheuristic, comparing to the optimum solution, in terms of solution and
computation time, found using the exact methodology of Branch and Bound. The results show
that the matheuristic is appropriate to this problem in the case study proposed, as it is extremely
faster than the exact method and also have reached the optimum solution in several experiments
done.

1. Introduction
Radiotherapy is one of the most used kinds of treatment to combat cancer. The idea of the
treatment is to determine the necessary dose to reduce, or even kill the tumor, whilst making
sure not to affect the surrounding healthy organs.
One of the first optimisation models for the radiotherapy problem was proposed by Bahr et
al. [3], in 1968. Thereafter, many improvements have taken place in the fields of radiotherapy
and Operational Research, to improve the treatment planning.
However, the success of the treatment planning depends on the experience of the physicist in
using a trial-error procedure to solve the following problems.
• How to position the gantry and consequently the beam direction (geometric problem);
• How much dosage to deliver through each beam and sub-beam (dose intensity problem);
These are classical problems in radiotherapy planning and the literature reports some papers
that use either exact methodologies or metaheuristics to solve them.
One of the most employed exact method to solve these problems is Interior Point. It was used
by Obal et al. [19] to solve the multiobjective model of the dose intensity problem. Romeijn et
al. [21] proposed a linear approach for the same problem and discussed the hard restrictions of
the problem.
Content from this work may be used under the terms of the Creative Commons Attribution 3.0 licence. Any further distribution
of this work must maintain attribution to the author(s) and the title of the work, journal citation and DOI.
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Viana et al. [27] used Interior Point to solve the model proposed by [1] - to the dose intensity
problem - adding an heterogeneity correction in the composition of different types of irradiated
tissues, based on proportions among their different linear attenuation coefficients.
Voet [32] and Breedveld [5] used the algorithm iCycle, that is an algorithm for integrated,
multi-criteria optimization of beam angles and profiles, based on a priori defined plan criteria,
that is called a “wish-list”, and is solved using Interior Point.
Other approaches use Branch and Bound or Branch and Cut methodologies [17], [25] and
[12]. Souza [25] developed an integer optimisation model to solve the beam directions problem
and to evaluate the average dose in the organs at risk. The model was solved using a Branch
and Cut algorithm. Lim et al. [17] developed a computational approach to optimise the beam
directions and fluence map in IMRT. The authors use an iterative procedure trying to improve
the computational performance in comparison with the integer model that was solved with the
Branch and Cut methodology.
Gevert et al. [12] proposed a single model for the optimisation of the beam directions and
the dose intensity. A set of candidate beams is proposed, and the model inserts an upper bound
on the number of beams that could be chosen. The choice is made to optimise the delivery dose
in each tissue, finding the distribution of the dose in the beams.
The approach to select a limited number of beam directions is very important, because it
determines the gantry position, taking into consideration the limited number of beams imposed
by the health plan. That is a clinic reality in the Brazilian health system, although is not in
some health institutions in other countries, as discussed in [6].
Moreover, some research has used metaheuristics for radiotherapy problems. Petrovic et al.
[20] used a case based reasoning system (CBR), that employs a modified DempsterShafer theory
to fuse dose plans suggested by the most similar cases retrieved from the case base, intending
to find the best selection of dose distribution and beam directions. After each run of the CBR
system, the Simulated Annealing algorithm searches for such a combination of weights for which
the difference between the doses suggested by the oncologist/system and doses recommended by
the extracted similar cases are minimal.
Simulated Anealling is used by Acosta et al. [1], who propose a model that aims to determine
the optimum distribution to each radiation beam, and by Aubry et al. [2].
Another approach was proposed by Hou et al. [15] who developed an optimum solution
process in two phases: (1) the optimization of the profiles to a certain set of beams; and (2) the
selection of an ideal set of beams based on the result of the objective function to the optimization
of the profile. A Dynamic Simulation Algorithm was used to solve the first phase and Genetic
Algorithms was used in the second phase.
The research proposed in this paper is a matheuristic to solve a goal programming, which is
a hybridization between Genetic Algorithm (GA) and Interior Point. GA is proposed to select
the beam directions, and Interior Point to solve the dose distribution problem to GA’s selected
set of beams.
The experiments have been conducted to improve the computation time that the methodology
of Gevert et al. [12]. Although their methodology is robust, it could be very expensive in
computation time, which is not desirable due the urgent natural of radiotherapy planning.
2. Problem formulation
Conventionally, the IMRT planning is done on a linear accelerator, with the following
components: the couch, the gantry and the collimator (Figure 1).
The linear accelerator is an isocentral machine, that means there is a system formed to the
plane of the gantry (that could rotated 360 degrees) and the plane of the couch. The central
point of this system is called the mechanical isocentre (Figure 1). This point is first marked on
the computational tomography (CT) slices of the patient, and after that, some tags are placed
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on the body of the patient that serve as reference to position the couch and the gantry. The
mechanical isocentre is the base point that represents the centre of the sphere where it is possible
to position the beam direction.

Figure 1. Linear accelerator
[18]
The problem is modeled considering a region of the body obtained by the slice of the CT, as
shown in Figure 2. The structures selected are: the tumor, in the prostate region; the organs at
risk (noble tissue), represented by the head of femur, rectum and the bladder.

Figure 2. Tomography slice of prostate region
The CT slice is represented by a grid with p pixels, in which each pixel is considered as
healthy, noble or tumor tissue.
The central objective of radiotherapy planning is to determine how to design the fluence map
so that the dose that reaches the healthy and noble pixels is as small as possible and that the
tumor dose is closest to the one prescribed by the Physician.
This is a goal programming problem [16], because it has two clear set of goals: delivery
of the necessary dose to the tumor, and least dose possible to the healthy organs. These are
mathematical goals and deviation variables should be used, as will be shown in section 3.
The objective of this paper is to develop a matheuristic to find the beam directions and the
dose intensity, intending to achieve the treatment goals.
3
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3. Model
Attending to the treatment goals, model (1) is proposed in Obal et al. [19]. This model aims to
find the best distribution of the dose for an established set of beams.
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pn, ph and pt are the respective number of noble, healthy and tumor pixels, with pn+ph+pt =
l.c, and l × c is the CT slice’s size. X ∈ RK.m.n represents the emitted dose by each sub-beam,
in which m.n is the number of sub-beams in the beam k, with k = {1, ..., K}.
The dose delivered to the noble and healthy tissue needs to respect the dose limit: Sn ∈ R
and Ss ∈ R, respectively. D ∈ R is the dose intensity prescribed by the doctor, that needs to
be in the tumor structure. Bn ∈ Rpn , Bs ∈ Rph and Bt ∈ Rpt , index each kind of tissue: noble,
healthy and tumor, respectively.
An ∈ Rpn×m.n , As ∈ Rph×m.n and At ∈ Rpt×m.n represent the absorption dose in each tissue,
by the emitted dose of each sub-beam.
The vectors: θ+ ∈ Rpn , δ + ∈ Rph and + ∈ Rpt represent the deviation of excess dose in the
noble, healthy and tumor tissues, respectively; − ∈ Rpt represent the deviation of deficit dose
on the tumor structure; θ− ∈ Rpn and δ − ∈ Rph are relate to the difference between the dose
that arrives in the noble and healthy tissues and its respective bounds.
So, this model has 2.(pn + ph + pt) + K.m.n variables and l.c constraints, and aims to find
as closer as possible dose D in the tumor structures, which is represented on the functions (c)
and (d), and the minimum dose in the noble and health structures, represented in the functions
(a) and (b).
The model (1) include the constrains (2) and (3), which aims to determine which beams are
optimum to be selected and how much intensity dose in each selected beam is best achieve the
optimal radiotherapy plan.
K
X

zk ≤ η

(2)

k=1

0 ≤ Xk ≤ M.zk

(3)

in which K is the possible number of beam direction; η is the maximum number to be select,
with η ≤ K; zk is a binary variable that represent if the k beam is used or not; and Xk ∈ Rm.n
is the sub-vector of X, that represent just the beam k.
4

Mini EURO Conference on Improving Healthcare: new challenges, new approaches
IOP Publishing
Journal of Physics: Conference Series 616 (2015) 012012
doi:10.1088/1742-6596/616/1/012012

The addition of constraints (2) and (3) to the model (1), results in a mixed integer linear
programming model. This leads to more computation time of the exact solution process, because
of the problem dimension, as will be show in section 5.1. So that, the Genetic Algorithm (GA)
is proposed in this research, that make the selection of the beams to be used.
4. Matheuristic for selection of beam directions and dose distribution
This research proposes a hybrid methodology, that uses GA and mathematical programming
exact method. For each set of beams that GA proposes, the dose distribution is determine by
an Interior Point method solution to model (1).
Based on the principles of natural selection and genetics [11], [4] [14], the Genetic Algorithm
is a metaheuristic that generates near-optimal solutions for optimisation problems. It is used
due to its ability to find pragmatic solutions in reasonable computation time.
In this algorithm we propose the individual structure as an array of dimension 1 × K where
K is the proposed number of possible angular measurements or beam positions. Each column
(gene) carries the information 0 or 1 that represent if that beam direction will be used or not,
respectively. Figure 3 illustrates the structure of an individual with 8 possible angles at which
the first, third, sixth, seventh and eighth beams were selected to make up the treatment plan.

Figure 3. Example of individual
The initial population is generated using a specific number of individuals. All the individuals
created in the initialization are feasible and represent the set of beam directions used in the
planning.
Then, this initial population is improved using the following steps [10]:
(i) Fitness evaluation:
The best set of beams is the set which can provide the best possible treatment. The
treatment quality is a combination of the set of beams and the dose distribution that it can
provide. These problems are dependent, because a better dose distribution depends on the
beams selected.
As the beam selection is determined by the GA’s individual, the dose distribution problem
is solved using model (1) by an Interior Point method, knowing which k-beams will be used.
This is the means to evaluate fitness, because better individuals are those which are capable
of generating good dose distribution.
The fitness is given by the inverse of the objective function value. A penalty is applied to
the infeasible individuals, which hence receive a small fitness.
(ii) Selection: The selection procedure used is roulette-wheel selection ([13], [14]).
(iii) Recombination: One position is randomly chosen and it represents the partition in the two
parent individuals that will be divided to create the two new offspring. One of the offspring
has the first part of the first parent, and second part of the second parent and the other
offspring has the first part of the second parent and the second part of the first parent, as
showed in the Figure 4.
It is possible that the created offspring is infeasible, this occurs when all the genes are zero
or it has more than desired number of ones. In this case, the infeasible chromosome receives
a low value of fitness.
If in this step the created chromosome is equal to another, it suffers a migration process,
which means that it was thrown away and another feasible chromosome will take its place.
5
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Figure 4. Example of recombination
(iv) Mutation: One gene of individual is chosen and its value is changed, meaning that if it is 1
it becomes 0 and if it is 0 it becomes 1.
Then, the population is replaced and the steps are repeated until a specified number of
generations is reached. The experimental results using this methodology will be presented in
section 5.2.
5. Experimental results - a case study
The case study used is the cancer of the prostate region, as shown in Figure 2, using one slice
of CT. After pre-processing, the image has 11,319 pixels. This image is obtained in Erasto
Gaertner Hospital (Curitiba/PR/Brazil), with the project number being 2042.
The experiments are undertaken for two different instances. The first has a set of 8 possible
beam directions, with 10 sub-beams each, and up to 6 beam directions could be chosen. The
second has a set of 8 possible beam directions, with 10 sub-beams each, and up to 4 beam
directions could be chosen. The possible beams directions for the two instances are shown in
Figure 5.
In this configuration, the model (1) has 22,718 variables, and 11,319 constraints.

Figure 5. Possible beam directions
Two different solution approaches are used. The first one is the exact methodology, purposed
in [12], that will be presented in section 5.1. The exact solution results will be compared to the
results obtained by the proposed matheuristic, which will be presented in section 5.2.
The software system Matlab was used, and run on an Intel PC with Core i5 CPU at 1.7 GHz.
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5.1. Results of exact methodology
The multiobjective model (1)-(3) is solved with Branch and Bound, using the weighted sum
method for the goals, represented on equation (4), with 0.4 as weight to the objective functions
(c) and (d), ie γ1 = γ2 = 0.4, and 0.1 as weight to the objective functions (a) and (b), ie
α = β = 0.1. These weights are chosen based on the experiments done in [12]. Two instances
are proposed, using 8 possible beams to select up to 6, for the first instance, and 8 possible
beams to select up to 4, for the second instance. The solution of these instances are shown on
Table 1.


min g = γ1 f (− ) + γ2 f (+ ) + αf (θ+ ) + βf (δ + )
(4)

Instance

f (+ )

1
2

126.52
63.10

Table 1. Results by the exact methodology
Computation time
f (− )
f (θ+ ) f (δ + )
g
seconds
hours
958.64 731.45 109.47 518.16 94,183
26.16
1,152.8 792.61 109.61 576.60 68,658
19.07

Beams selected
1, 2, 4, 6, 7, 8
1, 2, 5, 7

As presented by Table 1, this methodology is expensive in computational time. The
matheuristic proposed which is a hybridisation of GA and Interior Point is used to compare
the optimum result obtained with the exact method, and the experimental results are shown in
the next section.
5.2. Results of matheuristic
The matheuristic described in section 4 is used for the same instances proposed in section 5.1.
For each instance described in Table 2, we run 5 times the experiments, in which the process of
selection selects 80% of the individuals, and the mutation probability is 5%.

Instance

1

2

Table 2. Instances proposed
Experiment Number of generation
a
10
b
10
c
5
d
5
e
5
a
10
b
10
c
5
d
5
e
5

Population size
5
10
5
10
15
5
10
5
10
15

In the fitness evaluation, the model (1) is used in the same scenario as in 5.1, with weights:
γ1 = γ2 = 0.4 and α = β = 0.1. To solve it, the Interior Point methodology is used, and the
results obtained are shown on Table 3.
Table 3 presents the average results for each instance over the five runs, in terms of: objective
function for each deviation dose, the weighted sum of the functions (represented by g), the
average computation time, the percentage improvement in computation time relative to the
exact method and the average number of generations to convergence.
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Table 3. Average results of GA
Instance

1

2

Experiment

f (+ )

f (− )

f (θ+ )

f (δ + )

g

a
b
c
d
e
a
b
c
d
e

103.62
118.22
103.03
116.25
127.23
64.04
67.25
69.57
67.03
69.70

1,035.76
986.74
1,029.03
1,005.93
960.27
1,142.47
1,133.00
1,156.31
1,153.32
1,128.30

782.90
754.93
790.71
738.00
738.89
904.99
951.90
814.72
821.95
914.33

113.75
105.27
113.44
130.11
107.41
117.97
115.34
233.74
134.17
109.09

545.42
528.00
543.24
535.69
519.63
584.90
586.82
595.20
583.75
581.54

∗1

Generation of the only convergence case.

∗2

Average in 2 times that it converges.

∗

Computational time
seconds
hours

9,536.17
17,475.13
4,248.06
10,240.89
18,524.20
7,027.90
19,307.37
3,448.84
6,913.31
9,795.16

2.65
4.85
1.18
2.84
5.14
1.95
5.36
0.96
1.92
2.72

% improvement in
computation time
relative to the exact method
89.88
81.45
95.49
89.13
80.34
89.77
71.88
94.98
89.94
85.74

3 Does not converge.

Table 4. Best results of GA
Instance

1

2

Experiment

f (+ )

f (− )

f (θ+ )

f (δ + )

g

a
b
c
d
e
a
b
c
d
e

127.52
126.52
126.52
126.52
126.52
59.15
65.80
73.75
63.10
63.10

960.00
958.64
958.64
958.64
958.64
1,147.91
1,119.33
1,159.38
1,152.84
1,152.84

727.54
731.45
731.45
731.45
731.45
839.71
965.27
828.27
792.61
792.61

104.45
109.47
109.47
109.47
109.47
113.91
104.14
101.12
109.61
109.61

518.21
518.16
518.16
518.16
518.16
578.19
580.99
586.19
576.60
576.60

Computational time
seconds
hours

13,887.71
19,505.65
2,516.54
8,646.93
19,105.17
5,389.03
16,638.87
3,549.91
7,496.09
10,099.94

3.86
5.42
0.70
2.40
5.31
1.50
4.62
0.99
2.08
2.80

% improvement in
computation time
relative to the
exact method
85.25
79.28
97.32
90.82
79.71
92.15
75.77
94.83
89.08
85.29

The results on Table 3 show that the matheuristic reaches the optimum value in 20% of the
experiments, for the first instance, and 8%, for the second one.
Table 4 presents the best solution of each experiment in each instance. In the first instance,
just one experiment do not reach the optimum, but has a quite small deviation to it (0.01%).
In the second instance, for the five experiments done, three do not achieve the optimum, and
have, on average, 0.9% deviation.
Both instances present better results using 5 generations and 15 population size, with 0.28%
average deviation to the optimum, in the first instance, and 0.85%, in the second. The worst
result has average 5.26% deviation to the optimum, in the first instance, and 3.22%, in the
second.
The improvement in terms of computational time is very substantial, considering that it
is between 80.34% and 95.49%, in the first instance, and between 71.88% and 94.98%, in the
second, as presented on Table 3.
Even with a small number of generation, the results are impressive, whereas the experiments
that converge have done it in less than 6 generations.
The population size is important to the convergence process, because better results are found
with its increase, but have the disadvantage of also increase the computational time.
The presented instances shows the quality of the matheuristic to solve the combined beams
selection and dose distribution problem in radiotherapy planning. It is faster than the exact
8
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method and finds the global optimum or very close to it in many executions done. More
experiments in terms of crossover and mutation process could be conducted in order to improve
the GA in this case study. Accordingly, other instances could be tried.
6. Conclusion
The planning of radiotherapy is a process that could be improved with operational research
techniques. This paper introduces a methodology to find the beam directions for a set of
possible beams to be chosen, and the optimum distribution dose for the selected set of beams.
We have conducted experiments to evaluate the performance of the proposed matheuristic
in terms of the solution quality and computation time, comparing it to the exact method.
The matheuristic results obtained a great improvement in computation time, and good quality
solutions.
Although the matheuristic has achieved a substantial improvement in computation time, we
still believe that it could be further improved by using a single population metaheuristics. So,
a future work is to investigate other single solution metaheuristics to solve the problems of
beam directions and dose distribution, with the intent to improve the computation time of the
matheuristic proposed in this paper.
Inclusion of non-coplanar beams with CT 3D configuration is also crucial to the possibility
of the use of these methodologies in radiotherapy planning in hospitals.
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[19] Obal T M, Volpi N P and Miloca S A. 2013 Multiobjective approach in plans for treatment of cancer by
radiotherapy. Pesquisa Operacional 33 (2) 269-282.
[20] Petrovic S, Mishra N and Sundar S. 2011 A novel case based reasoning approach to radiotherapy planning.
Expert Systems with Applications 38 1075910769.
[21] Romeijn H E, Ahuja R K, Dempsey J F and Kumar A. 2006 A New Linear Programming Approach to
Radiation Therapy Treatment Planning Problems. Operations Research, 54 (2) 201-216.
[22] Rossi L, Breedveld S, Heijmen B, Voet P, Lanconbelli N and Aluwini S. 2012 On the beam direction search
space in computerized non-coplanar beam angle optimization for IMRT - prostate Physics in Medicine
and Biology 57 5441-5458
[23] Shao L. 2008. Multiple Objective Linear Programming in Radiotherapy Treatment Planning Thesis of
doctory, Department of Engineering Science, School of Engineering, University of Auckland.
[24] Song X, Petrovic S and Sundar S. 2007 A Case-Based Reasoning Approach to Dose Planning in Radiotherapy,
Workshop Proceedings, The Seventh International Conference on Case-Based Reasoning ICCBR 07,
Belfast, Northern Ireland, 348-357.
[25] Souza W D, Meyer R R and Shi L. 2004 Selection of beam orientations in intensity-modulated radiation
therapy using single-beam indices and integer programming. Phys Med Biol. 49 (15) 3465-81.
[26] Talbi E G. 2009 Metaheuristics: from desing to implementation. John Wley & Sons, New Jersey.
[27] Viana R S, Florentino H O, Lima E A B F, Fonseca P R and Homem T P D. 2011 Heterogeneity correction
in the construction of optimized planning in radiotherapy using linear programming Pesquisa Operacional
31 (3) 565-578.
[28] Voet P W J, Breedveld S, Dirkx M L P, Levendag P C and Heijmen B J M. 2012 Integrated multicriterial
optimization of beam angles and intensity profiles for coplanar and noncoplanar head-and-neck IMRT and
implications for VMAT Medical Physics 39 (8) 4858-65 .
[29] Voet P W J, Dirkx M L P, Breedveld S, Fransen D, Levendag P C and Heijmen B J M. 2013 Toward fully
automated multicriterial plan generation: a prospective clinical study International Journal of Radiation
Oncology Biology Physics 85 (3): 866-72.
[30] Voet P W J, Dirkx M L P, Breedveld S and Heijmen B J M. 2013 Automated generation of IMRT treatment
plans for prostate cancer patients with metal hip protheses: comparison of different strategies Medical
Physics 40 (7) 071704.
[31] Voet P W J, Dirkx M L P, Breedveld S, AL-Mamgani A, Incrocci L and Heijmen B J M. 2014 Fully
automated volumetric modulated arc therapy plan generation for prostate cancer patients. International
Journal of Radiation Oncology Biology Physics 88 (5) 1175-79.
[32] Voet P W J. 2014. Automation of contouring and planning in radiotherapy. Erasmus University Rotterdam,
The Netherlands.

10

